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Torque magnetometry is a key method to measure the magnetic anisotropy and quantum
oscillations in metals. In order to resolve quantum oscillations in sub-millimeter sized samples,
piezo-electric micro-cantilevers were introduced. In the case of strongly correlated metals
with large Fermi surfaces and high cyclotron masses, magnetic torque resolving powers in
excess of 104 are required at temperatures well below 1 K and magnetic fields beyond 10 T.
Here, we present a new broadband read-out scheme for piezo-electric micro-cantilevers via
Wheatstone-type resistance measurements in magnetic fields up to 15 T and temperatures
down to 200 mK. By using a two-stage SQUID as null detector of a cold Wheatstone bridge,
we were able to achieve a magnetic moment resolution of ∆m = 4×10−15 J/T at maximal field
and 700 mK, outperforming conventional magnetometers by at least one order of magnitude
in this temperature and magnetic field range. Exemplary de Haas-van Alphen measurement
of a newly grown delafossite, PdRhO2, were used to show the superior performance of our
setup.
PACS numbers: 07.55.Jg, 85.25.Dq, 07.50.-e, 71.18.+y
I. INTRODUCTION
A central issue of nowadays solid state physics is the
down-scaling of sample size due to ever growing demands
on purity and single crystallinity. This is particularly
true for quantum oscillation studies of new strongly
correlated electron systems, unconventional metals and
superconductors1–6. In some cases, single crystals of
these materials can only be grown in a few micron
to sub-millimeter size and are therefore impracticable
for conventional solid state methods. In addition,
magnetization and resistance resolving powers in excess
of 104 are required to observe de Haas-van Alphen or
Shubnikov-de Haas oscillations in large Fermi surface
metals.
In the past, highly sensitive ac-susceptometers7,8 and
bronze-foil lever magnetometers9,10 were used to mea-
sure magnetizations and magnetic anisotropies of bulk
samples at millikelvin temperatures and in high magnetic
fields, achieving resolutions of ∆m ≈ 5× 10−13 J/T11,12.
In the quest for ever smaller quantum oscillation signals
more sensitive techniques and read-out schemes are
required. Ultra low noise read-out schemes, using
Complementary Metal-Oxide-Semiconductor (CMOS)
and High-Electron-Mobility transistors (HEMT), were
implemented for ultra high source impedance13,14
and medium to very high frequency applications15,16
respectively. Although offering extremely high gain
and bandwidth, their performance is limited by charge
carrier freeze out at low temperatures, giving rise to
shot and random telegraph noise. Thus low frequency
MOS-based electronics are often stabilized at elevated
temperatures around 100 K, where temperature drift
and the associated long term gain stability become
an issue. Alternatively, low temperature transformers
(LTTs) provide good temperature stability at liquid
helium temperatures7,17. Their gain and bandwidth,
however, strongly depend on the matched impedance
either side of the transformer. Thus LTTs have mostly
been applied to circuits with low source impedance.
In the preceding decades, Superconducting-Quantum
Interference Devices (SQUIDs) became a new path
to achieving highest signal-to noise ratios (SNRs) by
virtual noiseless amplification of current signals18,19,
outperforming the hitherto known amplifiers and LTTs.
As a result, SQUIDs have been introduced to
many low temperature applications such as resis-
tance measurements20–22, SQUID NMR23,24, MRI25,
ESR26, microcalorimetry27–29 and Johnson noise
thermometry30,31 obtaining unprecedented precision.
However, thus far, most of these techniques were re-
stricted to zero or low magnetic fields, as SQUIDs are
notoriously difficult to use in high magnetic fields.
More recently, with the introduction of superconducting
shielding, high field resistance bridges as well as SQUID
magnetometers were developed, extending the range
of highly sensitive resistance32,33 and magnetization
measurements34–36 up to 14 and 7 T respectively. Whilst
SQUID magnetometers became a useful tool for quan-
tum oscillation studies of macroscopic samples below
7 T, SQUID resistance bridges suffered from excessive
noise or could only be operated in static magnetic
fields, making them impracticable for Shubnikov-de
Haas experiments. Due to these technical limitations,
neither of these techniques is suited for the study of
microscopic samples of strongly correlated metals. To
enable high precision magnetic measurements at high
fields, piezo-electric micro-cantilever based magnetome-
ters were introduced, measuring a sample’s magnetic
torque τ as the change of the piezo resistance37,38. Here
the magnetic torque τ = B×m, where m is the sample’s
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2magnetic moment.
In this article, we report on the development of a new
highly sensitive, high field, millikelvin SQUID torque
magnetometer to measure quantum oscillations of
sub-millimeter size samples. A two-stage dc-SQUID,
located in the field compensated region of our cryostat,
is utilized as an ultra-low noise current amplifier in
a piezo-electric micro-cantilever Wheatstone bridge.
Our setup achieves a hitherto unrivaled magnetization
resolution of ∆m = 5×10−15 J/T at 15 T and 700 mK for
the given temperature,magnetic field range and sample
size19,37. The performance of our setup will be demon-
strated by de Haas-van Alphen measurements of a newly
grown PdRhO2 delafossite single crystal
39. Delafossites
are correlated quasi-two dimensional electron systems
with alternating triangular lattice layers of noble metal
and transition metal oxide, showing exceptionally large
electrical conductivities6,40–42. We further compare our
setup to conventional unamplified and LTT-amplified
circuits, showing its superior resolving power.
II. EXPERIMENTAL
A. General Description
An ultra-low noise, low temperature and high magnetic
field torque magnetometer for sub-millimeter samples
was built based on an Oxford Instruments MX400 dilu-
tion refrigerator, with a 15 + 2 T Nb3Sn superconducting
λ-stage magnet and a 270◦ Swedish rotator (see Fig. 1).
The magnet of the cryostat is designed such to provide a
field compensated region at the mixing chamber and low
field region (B < 5 mT at full field) above. Self sensitive
PRC400 piezo-resistive micro-cantilevers43 were used as
magnetic torque sensors, which were mounted on a silver
holder on the rotator. To improve sample thermaliza-
tion, the back side of the micro-cantilevers was coated
with gold and the rotator was thermally connected to
the mixing chamber by an oxygen annealed silver wire
braid. A calibrated RuO2 thermometer was installed on
the rotator for thermometry.
In the interest of achieving lowest noise levels all wiring
is shielded in metal or superconductor capillaries. Super-
conducting wires and capillaries, that are 100µm multi-
filament CuNi-clad NbTi twisted pairs and tinned CuNi
capillaries, were generally used in the field compensated
and low field region of the cryostat. In the high field
region between the mixing chamber and rotator, 75µm
copper twisted pairs shielded in an oxygen annealed
industry-grade copper capillary were used instead. Here
the annealed copper capillary acts as an almost perfect
diamagnetic shield against low and high frequency fields,
reducing pick-up noise from mechanical vibrations in high
magnetic fields. For simplicity the micro-cantilevers and
wiring on the rotator were unshielded. Capillaries and
wires were heat sunk at the 1 K-pot, still, cold plate and
mixing chamber to reduce thermal leaks across the dilu-
tion unit.
Our setup uses a National Instruments 51.2 kS/s, 24 bit
PXIe-4463 signal generator and 204.8 kS/s, 24 bit PXIe-
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Figure 1. The graph shows an overview of the Oxford Instru-
ments MX400 dilution cryostat insert. Arrows indicate the
position of the individual components of the magnetic torque
setup. The inset shows a zoom of the PRC400 piezo-resistive
micro-cantilevers with the mounted PdRhO2 sample.
4492 oscilloscope as the data acquisition system. Typical
input noise levels of the PXIe-4492 oscilloscope are on the
order of 5 to 10 nV/
√
Hz in the frequency range between
10 Hz and 10 kHz. A digital lock-in program was written
to emulate a standard standalone lock-in amplifier on the
PXI system. Its functionality includes measuring the in-
and out-of phase components, phase angle, resistance as
well as higher harmonics and power spectra of up to eight
channels simultaneously.
B. Conventional Room Temperature Balancing
The magnetic torque exerted on the micro-cantilever is
measured as a resistance change of the piezo-electric track
implanted into the cantilever. The resistance of the piezo-
electric track is usually measured in a Wheatstone bridge
consisting of the sample and reference cantilever (see
zoom display of Fig. 1) as well as a room temperature
potentiometer. The empty reference cantilever is used to
compensate for the intrinsic temperature and magnetic
field dependence of the track resistance.
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Figure 2. Frequency dependence of the low temperature
transformer gain and phase for a LTT-m transformer with
turns ratio 1 : 100017 for a source impedance of 750 Ω. The
shaded region between 66 and 74 Hz represents the useful
bandwidth for which the gain is maximal and phase is mini-
mal.
Generally, room temperature compensated setups suffer
from low frequency rf-noise, picked up outside the cryo-
stat, comparably large input noise of room temperature
amplifiers and AD-converters as well as Johnson noise of
the balancing resistors. In our first measurements with
the PRC400 cantilevers, this combination of factors set
a noise floor, which limited the resolution of our mea-
surement to ∆R/R ≈ 1.5 × 10−5 (see discussion on the
performance of the setup in Sec. III).
C. Low Temperature Balancing
In order to circumvent external noise sources and to
boost the signal-to-noise ratio (SNR), low temperature
amplification is desirable. For this a low temperature
Wheatstone bridge must be implemented, balancing the
micro-cantilever potential divider. In our case this cold
compensation consisted of two high precision metal film
SMD resistors, which were mounted in a shielded copper
box to the 1 K-pot (unamplified and LTT amplified
setup) or mixing chamber (SQUID setup). In the low
temperature transformer setup (section II D) RC = 1 kΩ
resistors were used. Their shielding box was weakly
thermally coupled to the 1 K-pot to stabilize its temper-
ature around 2 K. In the SQUID setup (section II E) the
compensation resistors were RC = R = 500 Ω and were
thermally well coupled to the mixing chamber. Typical
off-balance signals of the Wheatstone bridges were on the
order of 0.5% (see also zero field values of Fig. 4a. As an
additional effect of the cold compensation, the Johnson
noise originating from the balancing resistors is greatly
reduced especially at mixing chamber temperatures.
D. Low Temperature Transformer Amplification
Due partly to the difficulties of using SQUID amplifica-
tion in high magnetic fields, low temperature transform-
ers were developed as an alternative low temperature am-
plification stage17. In the most favorable circumstances
of extremely low input impedance, they can give noise
levels of below 1 pV44, but they are not well matched
to the high source impedance of a piezo-lever. Figure
2 shows the associated gain and bandwidth issue. As
can be seen the gain is strongly suppressed compared
to its open circuit value of 1000. The sharp gain peak
at 66 to 74 Hz limits the bandwidth of the LTT system.
Thus cross talk between multiple simultaneous experi-
ments amplified by LTTs can become an issue. Alterna-
tive room temperature tests with lower transformer ra-
tios resulted in proportionally lower gains and marginally
higher bandwidths, due to the tremendous impedance
mismatch.
Nevertheless, for our single channel experiment on
PdRhO2, we attempted using lead-shielded LTTs
17 to
amplify the balanced voltage-signal. The amplified signal
was directly fed into the PXI oscilloscope. By doing so a
background noise level of 250 nV/
√
Hz near the measure-
ment frequency was achieved (see markers in Fig. 5a).
This is a factor of twelve above the bare noise of the un-
amplified measurement. At the same time the signal was
amplified by a factor of 25 boosting the unity bandwidth
SNR by a factor two compared to unamplified case (see
also Fig. 5).
E. SQUID Amplification
In order to increase the SNR even further and to avoid
the bandwidth limitation of LTTs, we replaced the trans-
formers by a two-stage C6XXL116T SQUID manufac-
tured by the Physikalisch Technische Bundesanstalt19,45.
SQUIDs are highly sensitive, high gain current-to-voltage
converters with an ultra low amplifier noise. The SQUID
in our setup is enclosed in a niobium shield and mounted
to the still, which is located in a field compensated re-
gion of our dilution refrigerator (see Fig. 1). Biasing of
the SQUID as well as the feed back loop are provided by
a room temperature XXF Magnicon FLL46. The final
overall circuit diagram is shown in Fig. 3.
In going from LTTs to SQUID amplifiers, we noticed a
general sensitivity of the SQUID to high frequency noise
as is emitted by digital electronics, radio transmitters and
switch-mode power supplies. Without proper ground-
ing and filtering of cable shields, instruments and signal
lines, we were not able to observe a V Φ-characteristic
of the input stage of our two-stage SQUID. In a first
attempt, a 1:1 audio-transformer (bandwidth 20 Hz to
20 kHz) and 5 kHz first order low-pass filter were installed
to decouple the drive from the PXI ground and to sup-
press high frequency noise. An additional 1 MHz second
order in-line low-pass filter was installed between the elec-
tronics rack and the cryostat to prevent differential and
common mode high frequency noise from entering the
cryostat7. A reference potential and high frequency drain
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Figure 3. The schematic shows a simplified circuit diagram of the SQUID amplified magnetic torque measurement. The
excitation current generated by the PXIe generator is filtered by a audio-transformer and low-pass filter. The off-balance
of the Wheatstone bridge, consisting of the piezo-electric torque cantilevers (R = 500 Ω) and balancing resistors (RC =
500 Ω or 1 kΩ), is amplified by the two-stage SQUID and digitized by a PXIe scope. The SQUID is controlled by the
flux-locked-loop (FLL). The RS = 50 Ω shunt resistor forms a 4.4 MHz low pass filter with the SQUID input inductance.
were provided by an additional grounding point outside
the cryostat. With these measures a stable operation of
the SQUID was achieved.
Further improvements have been made by (a) installing
a RS = 50 Ω shunt resistor across the SQUID input
terminals, (b) moving the balancing circuit to the mix-
ing chamber, and (c) changing the balancing resistors to
RC = 500 Ω. The shunt resistor and input inductance of
the SQUID (Li = 1.8µH) form a first-order low-pass fil-
ter with a cut-off frequency of 4.4 MHz, prohibiting very
and ultra-high frequency noise from entering the SQUID.
Contrary to the LTT, the excitation frequency of the
SQUID amplified Wheatstone bridge can be chosen
freely. Thus we minimize the noise level by selecting
571 Hz, which is sufficiently far away from low frequency
1/f -noise and harmonics of 50 Hz.
III. PERFORMANCE
We now evaluate the performance of our SQUID-
amplified torque magnetometer based on a de Haas-van
Alphen measurement on the delafossite PdRhO2. For
this a 300×200×50µm sized PdRhO2 single crystal was
fixed on a PRC400 micro-cantilever and installed on our
cryostat (see inset of Fig. 1). Its magnetic torque was
measured at a temperature of (700 ± 20) mK in mag-
netic fields up to 15 T. Data were taken during mag-
netic field down sweeps at a constant rate of 30 mT/min.
During a magnetic field sweep from 15 to 7.5T, i.e. in
approximately four hours, we detect on the order of hun-
dred flux jumps and on the order of ten integrator resets
of our SQUID, showing the long term stability of the
FLL. Whilst flux-jumps equilibrate on a time scale much
shorter than our excitation frequencies and do not cause
signal disturbances, integrator resets usually cause spikes
in our lock-in signal. Most of these events can be traced
back to broadband pulses in the main electrical power
grid. Thus a post processing routine was applied to the
data to remove these spikes.
As can be seen in Fig. 4a, at high fields the paramagnetic
magnetization of PdRhO2 induces a magnetic torque pro-
portional to B2, which is shown as the raw output volt-
age of the LTT and SQUID setup. Deviations from this
behavior are likely due to saturating paramagnetic im-
purities at low fields. Both of the presented torque data
were taken with the same sample and micro-cantilever.
Using the excitation current and gain of each setup,
the relative resistance change ∆R/R of both Wheat-
stone bridges can be calculated. The measured gain
of the LTT is GLTT(66 Hz) = 25 (see Fig. 2), whilst
the SQUID gain is determined by GS = Rf ×Min/Mf .
For a feed-back resistor of Rf = 10 kΩ and mutual
input 1/Min = 0.307µA/Φ0 and feed-back inductance
1/Mf = 42.1µA/Φ0 the SQUID gain is GS = 1.37 V/µA.
The relative resistance change for a voltage read out
Wheastone bridge (unamplified and LTT amplified) is:
∆R/R = 2 (1/R+ 1/RC)×∆V/IX , (1)
which can be derived from a voltage divider on the active
side under the assumption of ∆R  R (see Appendix
A). For the SQUID amplified case, where the off balance
current is measured, the formula is ∆I/IX = ∆R/(R +
RC) (see Appendix A). Taking into account that RC ≈ R
in our SQUID setup, we obtain:
∆R/R = 2∆I/IX . (2)
Figure 4b shows the B2-background subtracted mag-
netic torque signals of the PdRhO2 crystal given as
∆R/R for a magnetic field angle of 2.5◦ with respect to
the crystallographic c-axis within the (100)-plane. Dom-
inant quantum oscillations and beating of the envelope
function are visible due to the presence of two adjacent
frequencies. A Fourier transform of the de Haas-van
Alphen oscillations in 1/B can be found in Fig. 4c. Here
two adjacent frequencies arise due to the warping of the
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Figure 4. The graphs show (a) raw and (b) background sub-
tracted magnetic torque data of a single PdRhO2 crystal as
well as the according de Haas-van Alphen spectrum (c) at an
excitation current of 8µA and a temperature of 100 mK. LTT
and SQUID amplified measurements were taken at a magnetic
field angle of 55◦ (a) and 2.5◦ (b,c) within the (100)-plane
with respect to the crystallographic c-axis. The dashed line
in (a) shows a B2 fit to the high field data. The relative
resistance changes i.e. magnetic torque signals of (b) were
calculated using Eqn. 1 and 2. Note for the SQUID amplified
case, that the signal width below 10 T is determined by quan-
tum oscillations and not by noise. In c), both curves show
the same amplitudes of the first and second order harmonics
of the quantum oscillation frequencies.
quasi-two dimensional cylindrical Fermi surface along the
c-direction. A full angular dependence and Fermi surface
topography of PdRhO2 can be found in
39. As can be
seen in Fig. 4b and c the SQUID amplified signal shows
a clearly suppressed noise level compared to the LTT am-
plified case.
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Figure 5. The graphs show the scope input spectral noise
densities of an unamplified (black), LTT amplified (red) and
SQUID amplified (blue) torque magnetometer at 15 T. a)
shows the bare spectral noise density as recorded at the in-
put of the PXI scope. The spectra were calculated from four
subsequent voltage traces with a capturing time of 1 s. Mea-
surements were taken at an excitation current of 8µA and
frequencies of 66 Hz (unampl. and LTT ampl.) and 571 Hz
(SQUID ampl.). Markers indicate the noise level at the re-
spective excitation frequencies. Besides the signal peaks at
the excitation frequencies, strong noise peaks at odd multiples
of 50 Hz appear in the spectra, due to mechanical vibrations
originating from vacuum pumps and electrical cross-talk. b)
shows the spectral noise densities in units of the relative re-
sistance changes ∆R/R.
Figure 5a shows the linear spectral noise densities SV
for all three methods. Here SV(f) =
1√
θ
∫ θ
0
V (t)e−2piiftdt
where θ = 1 s is the captured time of the truncated
Fourier transform. Whilst the unamplified and SQUID
amplified technique are broadband methods, the fre-
quency using LTTs is limited to (70 ± 4) Hz. It should
be noted that the signal peak heights in Fig. 5 are
generally not comparable between different experiments,
as the zero torque off-balance signal is not zeroed in
our experiment. The linear spectral noise densities
near the given excitation frequencies are approximately
20 nV/
√
Hz (unampl.), 250 nV/
√
Hz (LTT ampl.) and
4µV/
√
Hz (SQUID ampl.) measured at the PXI scope
and indicated as markers in Fig. 5a. In general, the spec-
tral noise densities were found to be independent of ex-
6citation current, magnetic field and state of the magnet
(persistent or driven mode). However, the noise level in-
creased to 8µV/
√
Hz in the SQUID setup during fast
field sweeps of 0.3 T/min.
In order to compare the resolving powers of the unam-
plified, LTT and SQUID amplified circuit, the resistance
noise spectra are calculated by using the gains and ap-
plying Eqn. 1 and 2 respectively, as before. The result-
ing noise spectra are shown in Fig. 5b. Since our post-
aquisition digital lock-in uses a time constant of τ = 1 s
the linear noise densities are integrated over a band-
width of 1 Hz around the measurement frequency. Close
to the respective measurement frequencies, we obtain
the root-mean-square resistance resolutions of ∆R/R =
1.5×10−5, 8×10−6 and 7×10−7 for the unamplified, LTT
and SQUID amplified case (see markers in Fig. 5b). The
SQUID amplified read-out achieves a ten to twenty times
better resistance and magnetic torque resolution than
conventional methods. This improved resolution can also
be seen in the lower noise level (Fig. 4b and c) compared
to the LTT amplified measurement. Note that the quoted
resolutions are root-mean squares whereas Fig. 4b shows
the absolute noise.
As can be seen in Eqn. 1 and 2, both resistance sensitivi-
ties scale with the excitation current and can therefore be
made arbitrarily small by increasing the excitation cur-
rent. However, power dissipation is a major issue for low
and ultra-low temperature measurements. This is partic-
ularly true for the silicon based micro-cantilevers, with
a low thermal conductance at low temperatures, when
mounted in vacuum. The piezoelectric track of these
cantilevers generates heat close to the sample, which is
poorly thermalized to the platform. In Appendix B, we
estimate the sample temperature based on the cantilever
geometry and depending on the excitation current and
platform temperature. As can be seen for an excitation
current of IX = 8µA (IR = 4µA through the micro-
cantilever), we reach a sample temperature of approxi-
mately 700 mK.
Measurements to about 200 mK are possible by reducing
the excitation current to approximately 100 nA (see Fig.
7). Even lower temperatures at higher excitation currents
might be achieved by mounting the micro-cantilever di-
rectly inside the mixing chamber or in a 3He submersion
cell. In this case, the excitation current is only limited
by the Kapitza resistance between the micro-cantilever
and 3He liquid. However, much more sophisticated rota-
tor mechanisms, such as piezo-electric rotators, would be
required in order to study the angular dependence of the
dHvA effect in these cells.
Following the theoretical torque calibration constant of
τ = 1 × 10−7 Nm × ∆R/R37,38, we obtain a torque res-
olution of ∆τ = 7 × 10−14 Nm or equivalently magnetic
moment resolution of ∆m = 5 × 10−15 J/T at B = 15 T
and T = 700 mK. The latter is four orders of magni-
tude better than commercially available SQUID VSMs36
at significantly lower base temperatures. Note that the
resolution is inversely proportional to the excitation cur-
rent, which itself is limited by the thermalization of the
micro-cantilever and sample. Therefore, the resolution
effectively decreases when lowering the sample tempera-
ture in our setup.
A disadvantage of the new level of precision, granted
by the SQUID, is the general sensitivity to environmen-
tal fluctuations. Although the balancing resistors of the
cold compensation have a temperature stability of better
than 10−4 K−1, minute changes of the 1 K-pot or mix-
ing chamber temperature are sufficient to induce slowly
varying backgrounds in our measurements. Thus special
care had to be taken to thermally decouple the balanc-
ing circuits from the 1 K-pot and mixing chamber, whilst
keeping them at a constantly low temperature.
At present the resolution of our setup is mainly limited
by the Johnson noise of the 50 Ω shunt resistor across
the SQUID terminals (1.055 pA/
√
Hz), which is the dom-
inant source of thermal noise and accounts for 30% of the
overall noise. Additionally, the output noise of the func-
tion generator (50 fA/
√
Hz) and intrinsic SQUID noise
(200 fA/
√
Hz), account for another 10 % of the noise level
of 4µV/
√
Hz/(1.37 V/µA) = 2.9 pA/
√
Hz (for further
details see Appendix C). We hypothesize, that the re-
maining 60 % of the observed noise originate from me-
chanical pick-up and random-telegraph-noise within the
micro-cantilevers37 as well as noise entering the FLL
wiring.
IV. CONCLUSION
In summary, we have successfully developed and built
a new highly sensitive, ultra-low noise torque magne-
tometer for sub-millimeter sized samples suitable for high
magnetic fields and low temperatures. The magnetome-
ter is based on a standard piezo-electric micro-cantilever
and utilizes a two-stage SQUID as the null-detector of a
cold Wheatstone bridge. We were able to demonstrate its
performance in a de Haas-van Alphen experiment of the
metallic delafossite PdRhO2 down to 700 mK and up to
15 T and achieved a torque resolution ∆τ = 7×10−14 Nm
at an excitation current of 8µA.
This is the first successful use of a SQUID in a resis-
tance measurement of such high resolution up to 15 T.
Comparing our setup to conventional low temperature
techniques, we were able to show that SQUID amplifica-
tion offers up to one order of magnitude higher resolution
than unamplified and low temperature transformer am-
plified Wheatstone bridges.
Due to the general applicability of balanced bridge cir-
cuits to highly sensitive resistance, inductance and capac-
itance measurements, we would like to point out the pos-
sibility of applying SQUID amplified read-outs to many
electrical and thermal transport, ac-susceptibility, heat-
capacity as well as thermal expansion and magnetostric-
tion experiments, even in magnetic fields up to 15 T.
V. ACKNOWLEDGMENTS
The authors would like to acknowledge J. Saunders
and A. Casey et al. at the Royal Holloway University
of London for preceding fruitful discussions and ideas as
well as P.-J. Zermatten for technical advice and discus-
7R RC
R+ΔR RC
VX
IX
VS VP
R RC
R+ΔR RC
VX
IX
V1
V2
I1
I2
ΔV ΔI
a) b)
Figure 6. a) Schematic circuit diagram of voltage read-out
and b) of a current read-out Wheatstone bridge.
sion of the manuscript. Furthermore we would like to
thank the Max-Planck Society and Deutsche Forschungs-
gemeinschaft, project ”Fermi-surface topology and emer-
gence of novel electronic states in strongly correlated elec-
tron systems”, for their financial support.
Appendix A: Resistance resolution of voltage and current
read-out Wheatstone bridges
In this appendix, we derive the resistance resolution for
voltage and current read out Wheatstone bridges. For
simplicity we assume the circuit diagrams of Fig. 6.
The voltage off-balance in a Wheatstone bridge ∆V =
VS−VP is the difference between the sensing and passive
side of the Wheatstone bridge. For large voltmeter input
impedances and equal compensation resistors RC these
are given by:
VS =
R+ ∆R
2R+ ∆R
VX and VP =
1
2
VX. (A1)
Combining them, one obtains:
∆V =
∆R
4R+ 2∆R
VX. (A2)
Under the assumption of small resistance changes, i.e.
∆R R, the equation simplifies to:
∆R
R
≈ 4∆V
VX
= 2
∆V
IX
(
1
R
+
1
RC
)
(A3)
In a current read out bridge, the off-balance current ∆I =
I2 − I1. These can be calculated from the voltage drop
across the balancing resistors:
I1 =
V1
RC
, I2 =
V2
RC
. (A4)
As the superconducting SQUID input coil presents a neg-
ligible impedance at low frequency, an ideal short be-
tween the sensing and passive side can be assumed. Thus
R and RC form parallel networks and one obtains:
V1 = IX
(
1
R
+
1
RC
)−1
, (A5)
V2 = IX
(
1
R+ ∆R
+
1
RC
)−1
. (A6)
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Figure 7. Theoretical and experimental sample temperatures
as a function of excitation current and base temperatures for
a PRC400 micro-cantilever43. Dots mark experimental tem-
peratures determined from fits of the Lifshitz-Kosevich tem-
perature reduction term to the quantum oscillation amplitude
of Sr2RuO4 (blue) and PdRhO2 (black). Lines are calculated
temperatures as described in the text.
Combining these with the above leads to:
∆I =
IX
RC
[
RRC + ∆RRC
R+ ∆R+RC
− RRC
R+RC
]
. (A7)
And by assuming ∆R R this simplifies to:
∆I
IX
=
∆R
R+RC
. (A8)
Appendix B: Sample Temperature
The sample temperature TS was studied as a function of
the excitation current IR for our PRC400 piezo-electric
micro-cantilever43, which is mounted in vacuum and heat
sunk through a thin layer of Apiezon N grease to a ther-
mal bath of temperature TB . TS was determined by mea-
suring the excitation current dependence of the quantum
oscillation amplitude of a Sr2RuO4 and PdRhO2 crystal
(see solid points in Fig. 7) for TB = 50 mK. Note that
TB increased when the current was higher than 10µA.
The sample temperatures were calculated by applying
the Lifshitz-Kosevich temperature reduction term to the
observed amplitude suppression. The cyclotron masses
of both materials were taken from39,47. The error bars at
low excitation currents are dominated by the resolution
of the quantum oscillation amplitude and the flatness of
the amplitude versus temperature curve. At high cur-
rents the error on the effective masses and the estimated
zero-temperature quantum oscillation amplitude are pre-
dominant.
We compare the experimental result with a geometri-
cal model where the heat is conducted through the sil-
icon cantilever and a thin layer of Apiezon N grease
(κAp(T ) = 10
−5 Wcm−1K−3 × T 2)7. The effective ge-
ometry is shown in Fig. 8. Thermal boundary resis-
tances were ignored. Due to their poor aspect ratio and
82.5 60μm0.5 0.5
0.
5
0.
5 10μm
TS
H
TB
Figure 8. Microcantilever geometry used for thermalization
calculations. H marks the position of the heating piezo ele-
ments, TB and TS are the base and sample temperature re-
spectively. The part encircled in red is the thermal bottle
neck that accounts for the majority of the thermal gradient.
correspondingly high thermal resistance, the gold leads
connecting to the piezo-resistive tracks do not contribute
to the thermalization of the cantilever and could also be
ignored. The bottle-neck of the thermal path at low tem-
perature is the thinned down end of the silicon chip which
the micro-cantilevers are attached to. The result is shown
as lines in Fig. 7. The model fits nicely for excitation
currents IR > 3µA when the thermal conductivity of the
epitaxial silicon cantilevers is taken to be three orders
of magnitude lower than the literature value7 for bulk
crystalline silicon of κ = 2 × 10−1 W cm−1 K−4 × T 3.
Based on the literature value and without a direct mea-
surement using quantum oscillations of a sample with
higher effective cyclotron mass, the sample temperature
for IR = 4µA would be underestimated to be around
100 mK. For lower excitation currents the sample tem-
perature seems to be higher than in our model, levelling
off at roughly 200 mK. The difference might be ascribed
to additional heating induced by rf noise not included in
our model.
Appendix C: Noise Sources
The Johnson noise at the SQUID input arises mainly
from resistors in the Wheatstone bridge. The influence
of external room temperature resistors is lowered by the
almost perfect balancing of the Wheatstone bridge. As
can be seen in Fig. 6b, the Johnson noise of the piezoelec-
tric track and balancing resistor induce a current noise
in the upper and lower branch of the Wheatstone bridge.
The thermal noise power per unit bandwidth of each of
these resistors is given by:
S2V = 4kBTR. (C1)
Note that in resistor networks the total noise is given by
the sum of the mean-square noises due to the uncorre-
lated nature of the individual noise sources. Thus, in the
low frequency limit (f  f−3dB ≈ 70 MHz), where the
input impedance of the SQUID is ignored, the arising
noise current from each branch through the SQUID is
given by:
SI =
√
S2V(R) + S
2
V(RC)
R+RC
, (C2)
where the current noise SI is limited by the total serial
resistance R + RC of each branch. Summing over both
branches, leads to the total noise current at the SQUID
input:
SI =
√
2× (4kBTR+ 4kBTCRC)
R+RC
. (C3)
In the present setup R = RC = 500 Ω, T = 700 mK,
and the temperature of the compensation resistors TC =
100 mK, leading to an over all Johnson-noise level of bal-
ancing resistors of SI = 200 fA/
√
Hz. The shunt resistor
RS = 50 Ω at T = 1 K on the other hand gives rise to a
Johnson noise of 1.05 pA/
√
Hz and is clearly dominating
the noise of the balancing resistors.
Additional noise arises from the output of the PXIe-4463
function generator. Following the manufacturers data
sheet, the according output noise level is 60 nV/
√
Hz at
100 Hz. Taking into account the total impedance of the
circuit and a Wheatstone bridge off-balance of 0.5%, this
amounts to a noise current of SI = 50 fA/
√
Hz at the
SQUID input.
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